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ABSTRACT 

Aims. Our objective is to prove that integrated optics (IO) is not only a good concept for astronomical interferometry but also a working 
technique with high performance. 

Methods. We used the commissioning data obtained with the dedicated K-band integrated optics two-telescope beam combiner which now 
replaces the fiber coupler MONA in the VLTI/VINCI instrument. We characterize the behaviour of this IO device and compare its properties 
to other single mode beam combiner like the previously used MONA fiber coupler. 

Results. The IO combiner provides a high optical throughput, a contrast of 89% with a night-to-night stability of a few percent. Even if a 
dispersive phase is present, we show that it does not bias the measured Fourier visibility estimate. An upper limit of 5 x 10 -3 for the cross-talk 
between linear polarization states has been measured. We take advantage of the intrinsic contrast stability to test a new astronomical prodecure 
for calibrating diameters of simple stars by simultaneously fitting the instrumental contrast and the apparent stellar diameters. This method 
reaches an accuracy with diameter errors of the order of previous ones but without the need of an already known calibrator. 

Conclusions. These results are an important step of integrated optics, since they prove its maturity in an astronomical band where the technology 
has been specially developed for astronomical conveniences. It paves the road to incoming imaging interferometer projects. 

Key words. Techniques:interferometric, Instrumentation:interferometers 


1. Introduction 


Installed at the heart of the Very Larg e Telescope 
Interferometer (VLTI, ifllindemann et alj 12003S) . the VINCI 
instrument combines coherently the light coming from two 
telescopes in the infrared K band. Among the most impressive 
astrophysical resultsjs the measurements of diameters of very 
low mass stars ISegransan et al.li2003l) . the oblateness of the 
fast rotating star Achernar dDomiciano de Souza et alJl2003l) . 
the c alibration of the brightness-color relation of Cepheids 
dKervella et alJ 2004ah and its complementarit y with aster- 
oseismology to constrain the stellar structure dPiiners et alJ 
2003 1. All of them benefit from high accuracy interferometric 
measurements, achieved in the near-infrared by modal fil¬ 
tering of the corrugated wavefront and real time monitoring 
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* Based on observations collected at the European Southern 
Observatory, Paranal, Chile (public commissioning data) 


of the stellar flu x injection dCoude Du Foresto et alJ Il997t 
iTatulli et aliiooi . 

iMalbet et ali (paper 1:11999) have suggested to combine 
beams with planar integrated optics (IO) components to take 
benefit of strong spatial filtering, stability and compactness. 
Afterwards, this techniqu e has been successfully tested in lab¬ 
orator y (papers II and IlbliTacucnauer et_al . 200( ||Berger et al.1 
(HU) and on the sky (naner IV: lBerger etakl200l1k 

In the framework of the IONIC activities, a collaboration 
was initiated in 2003 between LAOG and the ESO interferom¬ 
etry group to implement an integrated optics beam combiner 
operating in the K band on the VLTI, sharing the VINCI opti¬ 
cal interface. This proposal followed the study of the IO tech¬ 
niques towards the K band (paper V: lLaurent et al . 200| and 
a previous collaboration between the two in stitutes concerning 
an IO H band combiner iLeBouauin et all2004bt) . 

In this paper, we report the validation of the new VINCI 
setup, equipped with a two-telescope IO coupler for the K 
band. In Sect. [2] we summarize the instrumental context, the 
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Fig. 1. a: Layout of the VINCI instrument where the MONA fiber coupler is replaced by the IONIC-2TK Integrated Optics 
coupler. The LISA detector array has been expanded to show the four pixels: Pa and Pb monitor the photometry and the fringes 
are recorded on II and 12. b: Picture of the IONIC-2TK coupler in front of the VINCI off-axis parabola, c: Sketch of the 
component with the two inputs (bottom) and the four outputs (top), d: Raw interferometric output II obtained in the K band on 
88 Aqr with the siderostats. Note the large fringe contrast even though the photometry is not calibrated. 


observations and the data reduction techniques. Results are pre¬ 
sented and discussed in Sect. 0 The intrinsic instrumental sta¬ 
bility allows us to validate a new interferometric calibration 
technique, based on the simultaneous fit of the instrumental 
contrast and stellar apparent diameter as detailed in Sect. 0] 
Finally, perspectives of Integrated Optics in the framework of 
optical interferometry are discussed in Sect.|5] 

2. Observational context 

2.1. The VINCI + IONIC-2TK instrument 

VINCI combines coherently the light coming from two tele¬ 
scopes of the VLTI array as detailed in ilCervella et al.l ( 2 00(8 ). 
Figure Q shows the sketch of VINCI: the two beams en¬ 
ter the instrument from the bottom of the figure. The light 
is injected into the fibers and then combined in a single 
mode coupler. The original device is a fibered coupler called 
MONA based on the same principle as the FLUOR instru¬ 
ment dCoude Du Foresto et al.l) 1998 ). In 2003, an integrated 
optics combiner has been manufactur ed to allow o peration in 
the H band QONIC-2TH. iLeBouauin e7ai1l2004bl) . The opti¬ 
cal path difference (OPD) between the two beams is modu¬ 
lated to sweep through the interference fringes, that appear as 
temporal modulation. During the observations, a simple fringe 
packet centroiding algorithm is applied, removing the instru¬ 
mental OPD drift. 

The new integrated optics coupler (IONIC-2TK) has been 
manufactured by the LETI 1 with a silica on silicon technology. 
It is connected at the input by polarization-maintaining single 
mode fibers. Both the fibers and the component waveguide ge¬ 
ometry are optimized for the K band, which is not the standard 
wavelength in telecommunications. On the VINCI table, the 

1 CEA-LETI: http://www-leti.cea.fr 


Table 1. List of VINCI with IONIC-2TK observations with 
the 35 cm sideros tats. The diameters are extracted from the 
CHARM2 catalog iRichichi et 31.1120051 


Date of 

Target 

K 

Nb. of 

UD© 

obs. 

name 

[mag] 

obs. 

[mas] 

2004-08-19 

Internal Light 


20 

with polarizers 

2004-08-22 

ASgr 

0.332 

2 

4.36 ±0.21 

- 

6 Cen 

-0.274 

1 

5.32 ± 0.06 

- 

a Eli 

0.880 

2 

1.91 ±0.15 

- 

a PsA 

0.945 

2 

2.19 ±0.02 

- 

Y Aqr 

-0.365 

2 

6.70 ±0.15 

- 

e Sco 

-0.392 

6 

5.83 ± 0.06 

2004-10-08 

88 Aqr 

0.986 

23 

3.24 ± 0.20 

- 

a PsA 


23 


2004-10-09 

88 Aqr 


23 


- 

a PsA 


22 


2004-10-10 

88 Aqr 


21 


- 

a PsA 


19 


2004-10-11 

88 Aqr 


8 


- 

a PsA 


6 



chip replaces the bundle of fibers coming from the MONA box. 
Injection fibers of IONIC-2TK are fed by the off-axis parabo¬ 
las and the component output is directly imaged on the detector 
(see Fig.Q. The camera software has been modified to allow 
aligned pixel reading. Perfect superposition of the four spots 
into four pixels is impossible, due to an unsuitable magnifica¬ 
tion of the output optics. Since only the central pixel is read 
for each spot, a fraction of light is lost. Yet it has no drastic 
influence on the VINCI operations. 





















































J.-B. LeBouquin et al.: Integrated optics for astronomical interferometry 


3 


2.2. Observations and data reduction 


Table 0 summarizes the K band observations used to qualify 
VINCI with the IONIC-2TK coupler. During the commission¬ 
ing (August 2004), a strong flux unbalance appeared between 
the two siderostats. Therefore we observed only bright and 
well known stars, with many different apparent diameters. In 
October 2004 the VLTI team observed 88 Aqr and a PsA con¬ 
secutively for few days. Results presented in this paper also 
use previous observations done with MONA and IONIC-2TH 
couplers in the K and H band respectively. The assumed uni¬ 
form disk diameters are extracted from the CHARM2 catalog 
iRichichi et al. 2005|_ except for a PsA which has been mea¬ 
sured bv lpi Folco et alJ d 2004l ) with a good accuracy. 

We follow t he dat a reduction procedure detailed in 
LeBouquin e taL fexHli), based on the Fourier technique in¬ 
troduced by iCoude Du Foresto et a il Jl997i . It gives access to 
the photometric extraction coefficients k, the fringe contrast in 
the direct space Ji and the fringe energy in the Fourier space fj 2 . 


Transmission Phase in degrees 



X in pm X in pm 


Fig. 3. Chromatic transmission (left) and phase (right) of 
VINCI analyzed in Fourier Transform Spectrometer mode. 
The couplers used are IONIC-2TH (dot, 2002/07/23), MONA 
(dash, 2004/07/19) and IONIC-2TK (solid, 2004/08/19). The 
transmission is normalized by its maximum in the considered 
band. 


3. Results 

As far as an astronomer is concerned, the instrumental quanti¬ 
ties of interest when dealing with a two-telescope interferom¬ 
eter are the optical throughput, the instrumental contrast, its 
stability and its chromatic and polarized response. 

3.1. Optical throughput and limiting magnitude 

Including only coupling losses and component transmission, 
the throughput of the IONIC-2TK combiner measured at the 
LAOG test bench reaches 70%. We also compare the recorded 
flux on each star with previous measurements obtained with 
the MONA coupler. The transmission of the VINCI + IONIC- 
2TK setup is at least equal to the VINCI + MONA one. The 
same un-balance between beam A and beam B is observed, 
which points out to a difference between the two arms before 
the focal instrument. The limiting magnitude of VINCI with 
the IONIC-2TK combiner is thus equal to the previous VINCI 
+ MO NA in the K band. With this last setup. Iwittkowski et alJ 
J20041) observed NGC 1068 (K = 9.2) with the 8 meters tele¬ 
scopes equipped with adaptive optics. Since the signal-to-noise 
ratio were good although a short exposure time, we can expect 
a VINCI limiting magnitude better than K = 10. The targets 
observed in this paper are far from this magnitude especially 
because we used the 35 cm siderostats and because of the flux 
un-balance, by now already fixed. 

3.2. Intrinsic contrast and stability 

Testing the stability of the photometric extraction coeffi¬ 
cients k is not straightforward, since the obtained value takes 
into account the mixed contributions of the component, the 
opto-mechanic and the detector. Nevertheless, the measured 
coefficients are not correlated with the target, showing no 
chromatic dependence. The data dispersion during a typical 
night is within the error bars (about 1%) and the differences 


from night to night are explained by optical re-alignments 
jLeBouauin et alJ2004bt) . 

For each observation, the square instrumental contrast is es¬ 
timated by dividing the measured square visibility (Fourier es¬ 
timator) by the expected one on stars with known diameter. We 
take an effective wavelength of To = 2.178/vm dKervella et alJ 
l2004bl) and the uniform disk angular diameters of Tabled The 
dispersion is compatible with the errors bars (Fig.0 left). The 
instrument is stable from night to night (Fig. |3 right). The 
variations can be explained by different night qualities and are 
strongly correlated to the atmospheric coherence time recorded 
at Paranal. The instrumental contrast during the commissioning 
week of August 2004 was 84% (corresponding to ju? = 0.7) 
and reaches 89% (corresponding to //? = 0.8) in the October 

2004 data, to be compared with the 95% measured in the 
LAOG laboratory. Between these two data sets, the total flux 
and the beam balance have been strongly improved, pointing 
that the instrumental contrast evolution was most probably due 
to the VLTI than to the combiner. 

3.3. Chromatic transmission and phase 

With the internal light, VINCI becomes a simple Michelson 
interferometer and can be used as a Fourier Transform 
Spectrometer to explore its own chromatic response. Spectra 
for different instrumental setups are displayed in Figure 0 
These curves depend on the combiner and fiber transmissions, 
but also on the filter used and the spectral behavior of the in¬ 
ternal light. Therefore, we focus on differences between the se¬ 
tups. 

The transmitted spectral shape is similar for MONA and 
IONIC-2TK coupler (left panel). The phase of MONA and 
IONIC-2TH are really constant over the transmitted band while 
it is no longer true for the IONIC-2TK (right panel). Its 
parabolic profile points out to dispersion. The optical path dif¬ 
ference between the two beams inside the IO combiner should 
be very small, thanks to a manufacturing accuracy better than 
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Fig. 2. Fourier estimator of the square visibilities (jj 2 , top) and corresponding instrumental square visibilities (bottom) observed 
with VINCI + IONIC-2TK and the siderostats. The data of October 2004 on 88 Aqr (circles) and a PsA (crosses) for four 
consecutive nights show the effect of the earth rotation synthesis. We assume an effective wavelength of To = 2.178/rm and the 
uniform disk angular diameters of Tabled When not seen, errors bars are within the symbol sizes. 
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Fig. 4. Fourier estimator p 2 versus direct space estimator p 
of the square visibility for different VINCI setups fed with the 
internal light. With the IONIC-2TK coupler, the direct space 
estimation is performed with and without dispersion correction 
(see Sect. 13.3k Error bars are within the symbol size. The dash 
curve is y = x. 
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a fraction of A. Besides, the large visibility obtained with the 
LAOG bench before the fiber connecting (> 95%) allows us 
to definitely exonerate the IO combiner. Thus, the dispersion 
is most probably due to the input fibers. Using the expression 
given bv ICoude Du Foresto et al . ( 199 51 and a standard disper¬ 
sive coefficient of D — 50 ps/nm/km for the silica, we find an 
optical length difference of AL = 9 mm. This particularly large 
value cannot be explained only by a geometrical deformation 
of the fibers. Probably there is also a difference of the silica 
optical index due to mechanical constraints on the fibers. 

Figure 0 shows that MONA and IONIC-2TH match a re¬ 
lation close to p 2 - Jr. It is not yet true for IONIC-2TK. We 
re-compute the direct space visibilities with a dispersion cor¬ 
rected estimator. The phase under the Fourier peak at the fringe 
frequencies is removed by a second order polynomial fit, before 
taking the maximum of the packet envelope in the direct space. 
The Fourier square visibility p 2 is not modified by this oper¬ 
ation. When correcting the dispersion, the IONIC-2TK com¬ 
biner catches up the relation y = x (Figure^). 

The contrast is thus modified only by a dispersive phase, 
which does not affect the classical Fourier estimators. The stan¬ 
dard data reduction software of VINCI is therefore not biased. 


Neverthele ss, a ttention has to be paid on the wavelet algorithm 
(fKervella et al.l2004bl) . because some selection criteria use the 
spectro-temporel fringe shape, which is affected by the disper¬ 
sion. The spread of the fringe packet in the OPD space may 
reduce the efficiency of the VINCI fringe tracking method. In 
practice, this is not true because the direct space contrast re¬ 
mains better with IONIC-2TK than with MONA. We checked 
that the spread of the fringe packet is not large enough to bias 
the Fourier estimation because of the finite OPD modulation. 

3.4. Polarization 

When rotating polarizers in Beam A, the integrated flux on 5 x5 
pixels around the Pa output spot remains constant, while the 
flux on the central pixel changes by a factor 3. This behavior 
is repeatable and correlated to the input polarization angle. A 
small difference of a fraction of pixel of spot position between 
the two polarization states could explain the variations. This 
effect is never seen on the other outputs or with the polarizer 
in Beam B. The classical photometric calibration removes its 
influence on the data. 

Placing the two polarizers in the two input beams allows 
to explore the polarization properties of VINCI. The polar¬ 
ization angle on Beam B was always set to 225° (direction 
of source polarization). By rotating the polarizer in Beam A, 
the square visibility decreases to p 2 = 0.005. It corresponds 
to an equivalent polarization cross-talk that could be explained 
by the non-perfect extinction of the polarizers for wavelengths 
smaller than 2pm and by neutral axis alignment. 5 x 10 3 is 
thus an upper limit accuracy of the VINCI + IONIC-2TK po¬ 
larization cross-talk. 

3.5. Behavior of the Integrated Optics coupler 

A faint fringe packet has been observed in the two photomet¬ 
ric outputs Pa and Pb of the 2TK coupler when modulating the 
OPD and when flux is injected in the two inputs. The packet 
is at the same position as the scientific fringes recorded in the 
interferometric outputs II and 12. Its contrast of approxima- 
tively 1% points out to a flux cross-talk inside the component at 
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Fig. 5. Simultaneous fit of the system contrast (solid line) and 
the stellar diameters of 88 Aqr (circles, dash lines) and a PsA 
(crosses, dot line). Top-Left: Raw square visibilities versus 
time. The degrees of freedom of the spline function are rep¬ 
resented by the vertical solid lines. Bottom-Left: Recovered 
instrumental square contrast and results of the fit versus time. 
Top-Right: Recovered calibrated square visibilities and re¬ 
sults of the fit versus the projected baseline. Bottom-Right: 
Recovered instrumental square contrast versus the coherence 
time tq. 


Table 2. Best simultaneous fit of the uniform disk diameters. 
The reduced^ 2 is defined as the square distance between mea¬ 
sure and best fit divided by the difference between number of 
degrees of freedom and number of measures. 


Model 

a PsA 

88 Aqr 

x 1 

Previous 

2.19 ±0.02 

3.24 ± 0.20 


#1: Linear H 2 instru 

2.25 ± 0.06 

3.26 ± 0.05 

1.1 

#2: Spline u 2 

r > instru 

2.23 ± 0.07 

3.26 ± 0.06 

0.51 


0.7 


0.6 


0.5 


0.4 


Raw fj, 2 


Calibrated \i 2 

- 

0.8 

'’’'"Ht-fL: 
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Fig. 6. Raw square visibilities (Left) and calibrated square 
visibilities (Right) versus the projected baseline in meter for 
88 Aqr (circles, dash lines) and a PsA (crosses, dot line). 
The lines corresponds to the recovered uniform disk diame¬ 
ters (right) and the same divided by the recovered “real-time” 
square instrumental contrast (left, this line is function of base¬ 
line length and Hour Angle). 


the 10 4 level. These fringes have no incidence on the VINCI 
results since they are removed by the Wiener filtering in the 
standard data reduction procedure described bv IKervella et al.1 
l2004bl> . 

4. Self determination of stellar diameters 

With the following assumptions, it becomes possible to recover 
simultaneously the system contrast and the stellar diameters 
without the need of external calibrators : 

- Different objects should be observed and they should be 
well modeled with uniform disks. 

- The visibilities should sample a large range of spatial fre¬ 
quencies. 

- The instrumental contrast should remain identical, or at 
least strongly correlated, for visibilities taken successively 
on the different objects. Therefore the instrumental contrast 
can be modeled with a few number of degrees of freedom. 

Taking advantage of the high internal stability, we propose 
to test this technique on data obtained with the new VINCI 
setup during the 2004 October 9 night. We used two models 
of the atmospheric contrast: #1 a linear relation with time (two 
degrees of freedom) ; #2 a spline function with 14 degrees of 
freedom, about one per object switch. Like this the atmospheric 
contrast is constrained by the observation of the two stars. 


We use the Fourier estimator of the visibilities, we assume 
an effective wavelength of do = 2.178/rm and we start with un¬ 
realistic diameters of O.lmas. The best fit parameters are sum¬ 
marized in Table |2] and results of model #2 are displayed in 
Figure[5] Error bars contain both the statistic and systematic er¬ 
rors. The reduced^- 2 clearly decreases between model #1 and 
#2, showing that the instrumental contrast is better recovered 
with the spline function (Fig.0 bottom-left). These variations 
can be explained by the evolution of the coherence time dur¬ 
ing the night (Fig. [3 bottom-right). When taking into account 
these variations, the visibilities of both objects versus the base¬ 
line catch up the slope of a uniform disk (Fig. [6). The best 
accuracy is achieved with model #1, but results are probably 
less biased with model #2. Complete theoretical study of the 
method is beyond the scope of this paper, and we focus on the 
astrophysical results. In agreement with previous measurement 
of iDi Folco etafl (fcOOdt) (our works are completely consistent 
in terms of wavelength, baselines and hour angles), we found 
a stellar diameter of a PsA about 6% larger than the one mea¬ 
sured by [Davis et all 1200.4 . For 88 Aqr, we found a uniform 
disk diameter of 3.26 + 0.05mas, in agreement with previous 
photometric estimations and with the 3.22 + 0.04mas that we 
obtained with the classical calibration method (assuming a uni¬ 
form disk diameter of 2.19 ± 0.02mas for a PsA as calibrator). 

The main interest of this technique is to provide a new es¬ 
timation of the recovered quantities : instrumental contrast and 
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stellar diameter does not depend on previously measured diam¬ 
eter. It can be applied only to close stars, partially resolved and 
with largest super-synthesis effect. A first application could be 
to check the diameter consistency of important interferomet¬ 
ric calibrators. Because this method requires a strong intrinsic 
stability, the new VINCI + IONIC-2TK setup is a well suited 
instrument, as illustrated in this paper. 


5. Conclusions and perspectives 


We have characterized the new setup of the VINCI instrument, 
equipped with an Integrated Optics component for the K band. 
First, we show that VINCI keeps the same limiting magni¬ 
tude. Coupled with a good stability and a high instrumental 
contrast, it makes VINCI an interesting instrument to perform 
observations on faint objects. Then, we have explored its chro¬ 
matic response by Fourier Transform Spectrometry. A disper¬ 
sive phase due to the fibers is present but does not bias the 
measured square visibility by the classical Fourier estimation. 
Nevertheless, careful attention has to be paid to the selection 
criteria of the Wavelet algorithm developed by iKervella et alJ 
d2004bl) because the spectro-temporal fringe shape is slightly 
spread over more frequencies and times. Finally, we find an 
upper limit of 5 x 10 ' for the cross-talk between linear polar¬ 
ization states. 

The intrinsic stability of the whole instrumental chain VLTI 
+ VINCI + IONIC-2TK allows us to try a new calibration tech¬ 
nique, based on the simultaneous fit of the atmospheric con¬ 
trast and stellar apparent diameter. We validate it with two well 
known stars. The recovered fit parameters are all consistent. 
We emphasize that this technique thus proves the interferomet¬ 
ric quality and stability of VINCI. 

These results are an important step for the development 
of Integrated Optics for astronomical interferometry. Previous 
works were all performed to validate the technologies or to test 
the performances in shared risk programs. For the first time, 
a component has been designed, manufactured and commis¬ 
sioned to answer an astrophysical institute request. Because 
of the lack of telecommunication or metrology applications at 
2yum, the K band component used has been especially devel¬ 
oped for astronomical convenience, proving the maturity of the 
technique. 

In the future, the goal is to combine the entire VLTI ar¬ 
ray and to disperse the light in order to have spectro-imaging 


capabilities^ Integrated optics is certainly a promising solu¬ 
tion dKern et alJl2003l) . The compactness of the planar optical 


component allows one to combine many beams in the same 
chip, which drastically reduces the instability and the required 
alignments. The observational strategies (number of baselines, 
wavelength, combination scheme...) can be adapted to the ob¬ 
ject thanks to the “plug and play” ability of IO combiners. 
Output beams of the planar component can act as the input slit 
of a spectrograph, avoiding complex anamorphic optics. 

In this context, we develop a IO chip which combines four 
beams with a very photon efficient concept: it allows to mea- 



component is already under tests at the LAOG optical bench 


and could be a key part for incoming i mag ing interferometer 
projects such as VITRUV iMalbet et al. 2004). 
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